To achieve successful real-time detection of airborne pathogenic microorganisms, the problem must be considered in terms of their physical size and biological characteristics. We developed an airborne microorganism detection chip to realize the detection of microorganisms, ensuring compactness, sensitivity, cost-efficiency, and portability, using three key components: an inertial impaction system, a cartridgetype impaction plate, and a mini-fluorescent microscope. The inertial impaction system was used to separate microorganisms in terms of their aerodynamic particle size, and was fabricated with three impaction stages. Numerical analysis was performed to design the system; the calculated cutoff diameter at each impaction stage was 2.02 (first stage), 0.88 (second stage), and 0.54 μm (third stage). The measured cutoff diameters were 2.24, 0.91, and 0.49 μm, respectively. A cartridge-type impaction plate was used, composed of molded polydimethylsiloxane (PDMS) and an actual impaction region made of a SYBR green I dye-stained agar plate. A mini-fluorescent microscope was used to distinguish microbes from non-biological particles. Images of the microorganisms deposited at the impaction zone were obtained via mini-fluorescent microscopy, and fluorescent intensities of the images were calculated using in-house image-processing software. The results showed that the developed system successfully identified aerosolized biological particles from non-biological particles in real time.
Introduction
Airborne microorganisms, known as bioaerosols, including viruses, bacteria, and fungal spores, are major components of atmospheric aerosols. Their size distribution ranges from 20 nm to 100 μm. 1 Generally, small bioaerosols (e.g., viruses
and bacteria) are suspended in the atmosphere for a long time due to their low settling velocities, leading to an increased possibility of inhaling them into the respiratory system. 1, 2 There have been many studies on the adverse effects of inhalation of pathogenic bioaerosols on human health, such as infectious diseases, pneumonia, and allergies. 3, 4 Thus, it is important to be able to detect these pathogenic bioaerosols rapidly and effectively. To date, several methods to detect airborne microorganisms have been proposed. [5] [6] [7] [8] [9] [10] [11] Polymerase chain reaction (PCR)
techniques have been used extensively to detect sampled airborne microbes because PCR can provide a highly quantitative analysis. [12] [13] [14] However, these techniques are not adequate for real-time detection because they take over 1 h to analyze the microbes. Although antibody-based detection methods have been used due to their sensitivity, additional pretreatment processes (e.g., particle condensation/purification) are necessary to transfer bioaerosols from an airborne to a colloidal state. Thus, they cannot guarantee portability for an integrated "μ-total analysis system" (μ-TAS). One of the most frequently used realtime detection techniques with an air-based platform exploits the autofluorescence of microorganisms by exerting UV light on them. Autofluorescence is caused by the metabolites and structural components of living cells. 15 Although this technique allows continuous real-time monitoring/detection of bioaerosols directly in the air stream, it suffers from low fluorescent intensity, leading to poor detection limits and the requirement for precise optical systems for measurements.
To detect atmospheric bioaerosols in real time, it is necessary to identify bioaerosols from two perspectives, size and biological characteristics. Different bioaerosols have different size distributions, although agglomeration among them and shielding by water may distort their size. For example, Staphylococcus epidermidis (S. epidermidis; bacterial group) and influenza A H1N1 (viral group) have size distributions of 0.5-2 μm and 0.07-0.5 μm, respectively. 16, 17 Also, nonbiological particles, suspended together with bioaerosols in the atmosphere, can have similar size distributions as biological particles.
To detect airborne microorganisms directly, considering the perspectives above and seeking to overcome the disadvantages of previous systems, in the present study we demonstrate the real-time detection of airborne microorganisms directly in the air stream. The system is composed of three major parts: an inertial impaction system, a cartridge-type impaction plate, and a mini-fluorescent microscope. Numerical analyses and several experiments were performed to obtain optimum design parameters and to evaluate the feasibility of the system. An inertial impaction technique was used to separate airborne particles in terms of their aerodynamic diameter. A disposable cartridge-type impaction plate was used to provide real-time fluorescent staining of the airborne microbes and to address the saturation problem during long sampling times. To minimize system dimensions -for portability and cost-efficiency -a mini-fluorescent microscope, remodeling a commercially available webcam, was used. Biological particles were identified from non-biologicals by fluorescent intensity detection. The proposed system is intended for early alarm/warning/detection of hazardous biochemical components. Once the system recognizes the emergence of a bioaerosol, more quantitative analyses of the microbes at the DNA level could be performed with qualified instruments such as PCR methods.
Theory and numerical analysis
The working principle of inertial impaction of the particles on a curved channel can be explained with a simple theory. When particles suspended in a working fluid (here, air) are injected from an inlet towards a flat impaction plate and the streamlines of the working fluid are deflected around the edge of the corner towards an outlet, particles larger than the cutoff diameter do not follow the deflected streamlines due to their higher inertia. Instead, they collapse on the impaction plate. On the other hand, particles smaller than a threshold follow the streamline and stay suspended in the working fluid. Thus, particles are separated in terms of their sizes, or more specifically, their aerodynamic diameter, defined as:
where d p is the particle diameter, ρ p is the particle density, χ is the dynamic shape factor, ρ a is the standard particle density (i.e., 1000 kg m −3 ), and C c (d p ) is the Cunningham slip correction factor, based on particle diameter, defined as:
where Kn p is the particle Knudsen number, defined as 2λ/d p , where λ is the mean free path of the working fluid. C c (d a ) is the Cunningham slip correction factor based on aerodynamic diameter. To find the optimal design parameters for the device, flow field and particle motions were simulated in three dimensions using commercial software (CFD-ACE; ESI, USA). The behavior of particles in the curved channel was characterized by the following dimensionless parameters: Stokes number, Reynolds number, and Dean number:
where μ is the air viscosity, U is the air velocity at the inlet, D h is the hydraulic diameter, and R o is the radius of curvature. Fig. 1(a) shows the typical curvilinear motions of particles injected at the same initial position as a function of Stokes number. Because the Stokes number represents the dimensionless particle diameter, 19 particles with smaller Stokes numbers more closely follow the original streamlines of the working fluid under the given flow conditions. Reynolds number affects the particle collection efficiency, (N d /N t ) × 100, where N d is the number of particles that collapse on the impaction plate and N t is the total number of particles at the inlet. Fig. 1(b) shows the particle collection efficiency curves for different flow conditions. As the Reynolds number decreased in laminar flow, the particle collection efficiency was reduced due to the increase in the flow boundary layer in the channel. 20 This phenomenon became remarkable for the low Stokes number region (stk < 0.4), and was attributed to the combined effects of (1) the low Reynolds number that enhanced the flow boundary layer and (2) particles having a sufficiently low Stokes number to follow the streamlines of the secondary flow (i.e., Dean flow
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) being deposited at the top/bottom channel walls on the curved channel. The deposition pattern of the particles and collection efficiency were also affected by the secondary flow, the so-called Dean vortex. 22 Because a strong Dean vortex causes unwanted particle deposition at the top/bottom walls of the channel, not at the detection zone, flow conditions for a weak Dean vortex are preferable. Although reduction of the Reynolds number or increasing the ratio of curvature at the curved region could prevent a strong Dean vortex effect, they also increase the boundary layer and restrict a sudden deflection of the axial streamlines, respectively. An alternative method to suppress the formation of a strong Dean vortex at the curved region is to reduce the aspect ratio (height/width) of the channel. 23 Fig. 1 (c) and (d) show the particle deposition patterns as a function of the Stokes number for the same Dean number. The aspect ratios of the simulated channels were 0.1 and 1, respectively. It is clear that a channel with a low aspect ratio had advantages over one with a high aspect ratio because a large proportion of the particles were attached to the top/bottom walls of the channel with the high aspect ratio.
Materials and methods
Design of the proposed device Fig. 2 (a) shows a schematic diagram of the proposed airborne microbe detection chip, composed of a main inertial impaction part, a cartridge-type impaction plate, and mini-fluorescent microscope. The cutoff diameter that yields a 50% collection efficiency at each impaction stage can be calculated from eqn (3):
where stk 50 denote the Stokes number that corresponds to 50% particle collection efficiency, which can be determined based on the numerical analysis ( Fig. 1(b) ). Fig. 2(d) shows the main inertial impaction part with three stages, fabricated using a conventional soft-lithography process. 24 The sample flow rate and channel height were set to 0.12 L min −1 and 160 μm, respectively, to prevent a strong Dean vortex effect. The ratio of the distance between the impaction plate, the channel wall before deflection, and the channel width was two, ensuring adequate sharpness of the collection efficiency curve. 20 To prevent particle loss, the inlet was designed to have a tapered region in the vertical direction because the sudden deflection of the streamlines at the inlet makes it act like an impaction stage. 25 When the target particles/microbes were collapsed at the impaction region, we could detect them in real time from the fluorescent signal induced by the interaction between the microbes and fluorescent dye (details of the principles of the fluorescent signal production are provided in the cartridge-type impaction plate section). To detect differences at the impaction region, a state-of-the-art mini-fluorescent microscope was used, ensuring compactness and portability. Details of the mini-fluorescent microscope are provided in the next section. To our knowledge, this is the first reported description of a mini-microscopy system used to detect a fluorescent signal.
Mini-fluorescent microscope Fig. 2(b) shows a photograph of the mini-fluorescent microscope. It consisted of three major parts: a plastic lens (×20), a long-pass filter, and a complementary metal-oxide semiconductor (CMOS) module. The long-pass filter (cutoff wavelength = 500 nm, diameter = 12.5 mm, Edmund Optics, USA) was placed between the plastic lens and the CMOS module. The CMOS module and plastic lens were obtained from a commercially available webcam (Logitech, C-250). The webcam lens was used to demagnify an object; magnification of the object was accomplished by reversing the lens. 26 Because the total magnification of the microscopy system could be adjusted by varying the distance between the plastic lens (objective lens) and CMOS module, we designed the plastic lens to move back and forth along a screw inside the lens housing. The travel distance of the plastic lens was 15 mm, and the working distance of the microscope was determined (2-5 mm) by the total magnification of the microscope. The system had dimensions of 3 × 3.5 × 2 cm 3 (height × width × depth), and was equipped with an xy stage for translation and focusing. Collimated blue light (470 nm) was exerted from the top of the impaction plate, and the mini-fluorescent microscope was located perpendicular to the light source and in front of the particle deposition plate.
Cartridge-type impaction plate Fig. 2(c) shows a cartridge-type impaction plate with an impaction zone. We used SYBR green I (Life Technologies, USA) to distinguish between biological and non-biological particles on the impaction zone. The SYBR green I nucleic acid stain increases the fluorescent signal that is induced when it is bound to the double-stranded DNA of a microorganism. 27 Due to its high sensitivity, it has been widely studied for detecting and enumerating various microorganisms in diverse environmental samples. [28] [29] [30] Because the molecules of the dye readily penetrate microbial cell walls via membrane diffusion and bind with the DNA, a membrane permeabilization process is not required for rapid staining. 31, 32 The dye protocol recommends a 1 : 10 000 dilution ratio of dye to sample solution. In the present study, we used a higher dye concentration than this to achieve more rapid staining. The peak excitation and emission wavelengths of SYBR green I are 495 nm and 525 nm, respectively. A PDMS mold with a well (dimensions: width × height × depth = 3 × 10 × 0.6 mm 3 ) in the center region was fabricated using a soft-lithography process, to be filled with agar (the impaction zone). Distilled water with 3 wt% agar powder (Becton Dickinson, USA) was autoclaved for 1 hour, and SYBR green I was mixed with the autoclaved agar at 0.05% v/v. The mixture was poured into the PDMS mold before starting gelation. The semi-solidified impaction region allowed the reagent molecules to move freely into the DNA when a microorganism was inserted into the agar. Since the agar plate was slightly translucent, it was made thin to allow fluorescent signal detection. The thickness of the impaction plate was 2 mm, taking into account the working distance of the minifluorescent microscope. It was designed to be disposable for convenient long-term usage. The microchannel and cartridgetype impaction plate, shown in Fig. 2(c) and (d), were packed in a stainless steel housing for mechanical sealing. Po neutralizer to remove the electrical charge of the particles. Excess flow was vented to the atmosphere. Particles and bioaerosols with diameters smaller and larger than 0.55 μm were measured using a scanning mobility particle sizer (SMPS; Model 3081, TSI Inc., USA) Fig. 3 Schematic diagram of the experimental setup.
Experimental
and an aerodynamic particle sizer (APS; Model 3321, TSI Inc.), respectively.
Results and discussion
Particle collection efficiency Fig. 4 shows the collection efficiency curves of PSL particles at each impaction stage. To measure the collection efficiency at each stage, three different devices with single stages were fabricated, having designed cutoff diameters of 2.02 μm, 0.88 μm, and 0.54 μm (as shown in the inset of Fig. 4) . The collection efficiency of a given particle size is calculated using the following equation:
where N 1 and N 2 are the particle number concentrations at the inlet and outlet, respectively. The measured cutoff diameter at each stage was 2.24 μm (first stage), 0.91 μm (second stage), and 0.49 μm (third stage). The measured cutoff diameter values were slightly different from those designed based on the numerical analysis, but within 11%. The differences between the theoretical values and experimental results were attributed to particle loss because some of the particles were deposited on other regions of the microchannel instead of the impaction zone. Some of the particles with larger diameters (d P > 2 μm) settled at the bottom of the channel due to gravitational force or stuck in the particle acceleration region, 33 while the loss of some smaller particles was caused by diffusional deposition. Particle losses in the acceleration region may be reduced by aerosol focusing techniques. 34 In the case of solid particles, some of the deposited particles were bounced from the impaction zone, leading to distortion of the collection efficiency curve. 35 To prevent this phenomenon, some researchers have coated the impaction zone with highly viscous liquids (e.g., silicon oil, grease). 35, 36 In the present system, an agar plate, instead of a PDMS plate, was used as an impaction zone, because the agar plate could hold a large amount of humidity, reducing the particle bounce effect. Furthermore, although particles with large inertia bounce more frequently at the impaction zone, they may also become embedded deeply into the agar plate. 37 Fig . 5 shows the collection efficiency curve of the aerosolized S. epidermidis at each impaction stage. The measured size distribution of the S. epidermidis is shown in the inset of Fig. 5 . The peak size and geometric standard deviation
, where d j is the diameter of an individual particle, n j is the number of particles in the jth group, N is the total number of particles, and ln d g is the natural logarithm of the geometric mean diameter of the particles, defined as P n j ln d j /N) of S. epidermidis were 0.84 μm and 1.33, respectively. The maximum and minimum aerodynamic diameters of S. epidermidis were 0.55 μm and 2 μm, respectively. The collection efficiency curve of S. epidermidis showed similar characteristics to that of the PSL particles. The cutoff diameter of S. epidermidis at the second stage was 0.9 μm, similar to that of the PSL particles (0.91 μm). The measured collection efficiencies of the peak size (0.84 μm) at each impaction stage were 9% (first stage), 44% (second stage), and 77% (third stage), while the collection efficiencies of the PSL particles with a diameter of 0.84 μm at each impaction stage were 10% (first stage), 45% (second stage), and 81% (third stage), respectively. Fig. 6 shows fluorescent images of S. epidermidis and PSL particles at the impaction zone. The images were obtained from a device with three impaction stages ( Fig. 2(d) ). The magnification of the images was 200×, and the working distance of the microscope was 3 mm. The images show that the collected S. epidermidis could be stained directly on the impaction plate in real time, without a permeabilization process. The mini-fluorescent microscope provided appropriate resolution for the imaging and detection of stained S. epidermidis. When microorganisms are collapsed at the impaction zone, they land smoothly on it or are embedded deeply into it, depending on their inertia. 37 Of these two collection processes, the fluorescent staining of the bioaerosol was mainly the result of the latter, since SYBR green I molecules do not move freely in landed bioaerosol particles. Fig. 6 (a), (b), and (c) show fluorescent images of the second impaction zone with respective sampling times of 20, 40, and 60 s. As the sampling time increased, more particles were attached to the impaction zone, leading to an increase in fluorescent intensity. Some of the particles shown in Fig. 6 (c) deviated from the impaction zone (bottom wall region of the microchannel). Since the agar plate was in a deformable semi-solid state, it exhibited concave deformation caused by the pressure of the airflow. Fig. 6(d) , (e), and (f) show fluorescent images of the first, second, and third impaction zones, respectively, with a sampling time of 30 s. Because the collection efficiencies of the particles differed at each of the impaction zones in terms of aerodynamic particle diameter, the fluorescent intensities also differed at each stage. The fluorescent intensity at the first stage was quite low compared with the intensities at the second and third stages. Fig. 6(g) shows an image of the PSL particles at the second impaction zone with 30 s sampling time. The nonbiological particles (which do not contain DNA) exhibited a negligible green fluorescent signal compared with microorganisms on the impaction zone, since double stranded DNA-bound dye has a fluorescent intensity 1000 times greater than that of plain dye. 38 Fig . 7 shows the fluorescent intensity at the second stage with varying sampling times. The green fluorescent intensity was calculated from an in-house image processing code programmed using MATLAB. Because the agar plate initially showed a low level of green signal, the initial fluorescent intensity was subtracted from the fluorescent intensity at certain later sampling times.
Fluorescent image and intensity
Generally, the fluorescent intensity increased with sampling time. However, although the number of microorganisms on the impaction zone increased linearly with sampling time, the fluorescent intensity did not show a linear relationship. Instead, the slope became more gradual with longer sampling times. This tendency was attributed primarily to the partial staining of the deposited microorganisms by SYBR green I because of the mountain-shaped deposition pattern, so that some of them did not make contact with the SYBR green I-containing agar, as well as a bleaching effect of the stain. 39 To address this problem, a cartridge-type impaction plate was used. From our calculations, we could detect biological particles in the standard atmosphere over about 2 h, because the number concentration used in the present experiment was about 100 times higher than that of standard atmospheric conditions. The inset in Fig. 7 shows the fluorescent intensity of the PSL particles with a diameter of 1 μm at various sampling times. The fluorescent intensity (arbitrary units) in the inset was the same as that shown in the main part of Fig. 7 . The fluorescent intensity of the PSL particles was extremely low compared with that of the bioaerosols, indicating that the proposed system could identify biological particles from non-biological particles.
Conclusions
We demonstrated the real-time detection of an airborne microorganism using inertial particle separation and minifluorescent microscopy. The system showed reasonable performance with both biological and non-biological particles. The cutoff diameter at each impaction stage was 2.24, 0.91, and 0.49 μm, respectively. The deviations in the cutoff diameter between the designed values and experimental results were within 11%. The fluorescent images for the different experimental conditions showed that the airborne microorganism was stained directly by SYBR green I at the impaction zone. The cost-efficient mini-fluorescent microscope showed excellent resolution for microorganism imaging and detection. A disposable cartridge-type impaction plate was used to prevent saturation of the fluorescent signal and to provide real-time fluorescent staining of the airborne microbes. The fluorescent intensity of the microorganism and PSL particles allowed us to identify microbes from non-biological particles. The proposed device could be used for an early alarm/warning system for pathogenic bioaerosols in real time using fluorescence acting on the bioaerosol components, before analyzing the exact properties of the bioaerosol at the DNA level using qualified instruments such as a PCR technique.
